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* Content reviewed by the CCI Nursing Education Department for alignment with clinical practice standards. CCI does not require, recommend, or endorse specific
  training programs in specialized practice areas for any of its exams. This is an example of a future points activity for recertification in collaboration with CCI.

S U R G I Q U I Z

To complete this activity, the participant will need to access and read 
the Energy Generating Devices section within the 2020 AORN 
Guidelines for Perioperative Practice. AORN. (2020). 

Energy Generating Devices CW139

 

 

1

2

3 4

5 6

7

8

9

10

11

12

13

14

-

5. It is important to have this piece of equipment available 
if a  surgical patient has a pacemaker.  

10. Endotracheal tubes must be _______ in laser cases 
involving the airway. (2 words) 

12. A coating applied to surgical instruments to decrease 
reflectivity. 

13. The organization that requires a laser warning sign to 
be posted in areas of laser use. 

14. Where the cautery pencil is placed when not in use 
during a procedure. 

Across

1. It is important that _______ are audible at all times. 
2. When using energy generating devices, it is important 

to follow _______ precautions. 
3. When cautery is used there is a risk for an _______ 

injury to occur if there is metal between the dispersive 
pad and the ESU pencil. (2 words) 

4. This zone requires all staff to wear eye protection when 
the laser is in use. (2 words) 

6. Clips used to secure cords to the drapes should be 
_______ and not metal. (Hyphenated) 

7. Charred tissue residue. 
8. Most surgical lasers are considered class _______ 

medical devices. 
9. The type of lubricant that should be used near the eyes 

or hair when using any energy generating device. 
(2 words) 

11. The choice of cautery when neuromonitoring devices 
are in use. 
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